[Generally poor definition with oblique incidence of x-rays on the converter (author's transl)].
The article goes into the question of the effective values which must be taken into account with the generally poor definition resulting from oblique incidence of the X-rays on the converter. Particular attention is given to the conditions obtaining in horizontal and transverse tomography, including the spiral or pendular movement of the tube.